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A graphene-silicon field-effect transistor (GFET) structure is demonstrated as a detector of
single-stranded 13-mer DNA simultaneously at DC and 101 GHz at three different molarities: 0.01, 1.0
and 100 nM. The mechanism for detection at DC is the DNA-induced change in lateral sheet conductance,
whereas at 101 GHz it is the change in RF sheet conductance and the resulting effect on the perpendicular
beam transmittance through the GFET acting as an optical etalon. For example, after application and
drying of the DNA on a GFET film biased to a DC sheet conductance of 2.22 mS, the 1.0 nM solution is
found to reduce this by 1.24 mS with a post-detection signal-to-noise ratio of 43 dB, and to increase
the transmitted 101-GHz signal from 0.828 to 0.907 mV (arbitrary units) with a post-detection
signal-to-noise ratio of 36 dB. The increase in transmittance is consistent with a drop of the 101-GHz
sheet conductance, but not as much drop as the DC value. Excellent sensitivity is also achieved with

the 0.01-nm solution, yielding a DC SNR of 41 dB and a 101-GHz SNR of 23 dB.
© 2015 The Authors. Published by Elsevier B.V. This is an open access article under the CC BY-NC-ND

license (http://creativecommons.org/licenses/by-nc-nd/4.0/).

1. Introduction

Graphene continues to attract attention for its application to
biosensing, particularly the detection of trace concentrations of
macromolecules such as nucleic acids and proteins [1]. This is
justified largely by the strong covalent sp?-hybridized bonding
behavior that graphene displays [2]. However, like so many other
biosensors, graphene-based detectors present significant chal-
lenges in selectivity not only between macromolecular types but
between different forms of the same type, such as different base
sequences of DNA or RNA [3]. This is because the sp? bonding is
sensitive to the primary molecular structure, but not so much to
the secondary or tertiary structure [4]. One possible method of dis-
criminating macromolecules based on higher-order structure is
through their m—m stacking [5] and high-frequency dielectric
behavior [6,7]. Theoretical and experimental studies have long
shown the presence of unique dielectric dispersion and low-lying
vibrational resonance in macromolecules, especially the nucleic
acids [8]. The research presented here is relevant to the longstand-
ing proposal that biosensor selectivity between macromolecules

* Corresponding author. Tel.: +1 (937)775 4903.
E-mail addresses: elliott.brown@wright.edu (E.R. Brown), wzzhang@fastmail.fm
(W.-D. Zhang).
T Tel.: +1 (937)775 4903.

http://dx.doi.org/10.1016/j.sbsr.2015.05.002
2214-1804/© 2015 The Authors. Published by Elsevier B.V.

may ultimately be attained by virtue of these unique signatures,
especially at millimeter-wave and THz frequencies [9-11].

In a recent publication we demonstrated the utility of a
graphene-oxide-silicon resonator structure in determining the
THz complex conductance of graphene [12]. A cross-sectional view
of the structure is shown in Fig. 1(a), and the fabrication method
entails transfer of a low-pressure chemical vapor deposition
(LPCVD)-prepared, monolayer graphene film oxide-pre-coated,
high-resistivity silicon substrate [13]. Then source (S) and drain
(D) contacts are deposited directly on the graphene, and a gate
(G) contact on the opposite side of the silicon to create a
graphene-channel field-effect transistor (GFET). Although having
relatively low transconductance by Si-MOS standards, this GFET
is quite useful for studying the transport physics of graphene, espe-
cially in comparing the high-frequency (THz) behavior to the
low-frequency (DC) behavior. For example, from interference
effects displayed in the transmission of normally incident radia-
tion, it was found that the real parts of the dc and THz sheet con-
ductances are quite comparable, consistent with the Drude model
[14]. Here, we utilize the same GFET but for biomolecular sensing
via the exposed topside graphene film with the electrodes used for
tuning and calibration of the sheet conductance. The same type of
graphene film has already been demonstrated for chemical detec-
tion but on a PDMS substrate rather than the Si used here [15]. The
effect of the biomolecules on the high frequency sheet conductance

This is an open access article under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).
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Fig. 1. (a) GFET structure, and (b) transmission-line model for calculation of transmittance.
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is estimated via the transmittance T of radiation propagating per-
pendicular to the graphene, as shown in Fig. 1(a). Assuming
quasi-plane-wave radiation, we can model T with the transmission
line model in Fig. 1(b) in which graphene is simply a shunt, lumped
impedance Z;. The length of the transmission line L is equal to
the thickness of the high-resistivity silicon substrate, and its
characteristic impedance Z, is equal to 1,/n=110€Q, where

n=¢l? =3.415 and ¢, = 11.66: the relative dielectric constant of
the Si in the 100-1000 GHz range [16]. Circuit analysis then
predicts T as the ratio between the power delivered to the free
space load (lumped element #,) and the available power from
the source on the incident side.

Fig. 2(a) shows the predicted T as a function of frequency and
parameterized by sheet impedance assuming the imaginary part
is negligible so that Z; ~ 1/G¢. Our previous results showed that
this approximation is quite valid at ~100 GHz but becomes less
accurate with increasing frequency [12]. The range of parametrized
sheet conductance G; is 0.5-19.2mS, corresponding to
8Go—316G,, where Gy = me?/2h is the optical (interband) conduc-
tance in graphene [17]. The graphene tested in this work typically
displays dc conductance between 1.2 and 2.2 mS (20-35Gy) consis-
tent with the intraband conductivity being much higher than the
interband in single-layer graphene. For each G in Fig. 2, T displays
the oscillatory Airy-function behavior characteristic of all
parallel-plate etalons (and Fabry-Perot resonators) with
peak-to-peak separation Af =c¢/2nL=112GHz for L[=392 pm.
The peaks do not quite reach unity transmission since the etalon
is optically unbalanced, the graphene side having a higher sheet
conductance than the opposite air-interface side.

Most important for our bio-detection experiments is the varia-
tion of the transmittance with sheet conductance-a quantity we
call the sensitivity factor and estimate as the first derivative
9T /0G¢l;. By visual inspection of Fig. 2 we expect the sensitivity
factor to be much greater near the peaks of T than near the valleys.
This is quantified graphically in Fig. 2(b) where we plot the com-
puted dT/dGg vs Gg and parametrized by frequency around the
first-nonzero-frequency peak (fundamental resonance) in 2(a) cen-
tered at 112 GHz. For G¢; = 1.0 mS, we see T /3Gy drops by 5x
between 112 and 145 GHz. This behavior is consistent with the fact
that the peaks in T are points of perfect constructive interference of
successive internal partial waves, so are most sensitive to small
changes in the reflectivity of the graphene interface.
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2. Experiments

Fig. 2(b) guided our design of the experimental sensor
apparatus shown schematically in Fig. 3. It consists of a
waveguide-mounted Gunn-oscillator operating at a fixed fre-
quency of 101 GHz just 11 GHz below the fundamental resonance
of the graphene-silicon etalon. It is square-wave amplitude modu-
lated with a power-MOSFET circuit, radiated horizontally through
a pyramidal horn antenna that feeds an off-axis paraboloid which
directs and focuses the beam downward. The focused beam is
mode-matched to a second feedhorn that collects the radiation
into a Schottky-rectifier receiver. The GFET structure is then
located in the beam path just above the receive feedhorn where
the spot size is approximately 5 mm. The output signal from the
Schottky rectifier is fed to a 1000x-gain low-noise voltage ampli-
fier, and then demodulated with a lock-in amplifier synchronized
to the square wave. A waveguide attenuator between the Gunn
oscillator and the feedhorn allows the received signal to be
increased to the maximum possible output signal-to-noise ratio
(SNR) before the onset of compression and other nonlinearity.
Typically, this background SNR was ~60 dB.

3. Results and discussions

The GFET structure was operated with the backgate bias of
Ves = +25V from a low-noise power supply, and a drain-source
constant-voltage bias of Vps = +0.1 V from a Keithley 2400 source
meter. This backgate bias was chosen because of its proximity to
the Dirac-point bias of ~30 V, which was attainable but only with
a large degree of fluctuation in the drain-source current. The 25V
backgate bias creates a significant background electron sheet con-
centration in the graphene, and the Vs is just high enough to allow
accurate measurement of the sheet conductance without excessive
drift and 1/f noise. Because the graphene geometry between the S
and D electrodes is approximately square (area ~ 1 cm?), the abso-
lute DC sheet conductance is Gpc ~ Ips/Vps. For the specific GFET
tested we measured an Ips of 0.2132 mA, or sheet conductance of
2.132 mS. The corresponding background 101-GHz transmittance
signal was Xz = 0.8527 V where the last digit is significant given
the high SNR.

To validate the measurement technique and assess its accuracy,
we used the backgate to induce a known-change in graphene DC

0O-Scope

Lock—ln
Amplifier

Fig. 3. The 101 GHz GFET sensing setup.
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sheet conductance and compare this with the derived change of
the 101-GHz quantity. We applied backgate voltages of Vi =
30V and Vo =20V to straddle the nominal +25V and allow for
mean-value estimation. The DC current values at the two gated
voltages were 0.2017 and 0.2255 mA, respectively, corresponding
to AGpc = AI/0.1 = —0.238 mS. The lock-in signals for the same
backgate voltages were Xy = 0.8661 and X;p = 0.8412 corre-
sponding to a transmittance difference of Ty — Tio ~ (Xu — X10)/
X = 0.0292. Division by 0T/0G;~ —0.11mS™"' then vyields
AGgr =~ —0.265 mS in good agreement with AGpc.

The biodetection protocol was to apply 13-mer single-stranded
DNA solutions of three different molarities (0.01, 1.0, and 100 nM)
sequential at 900-s intervals, starting with the 0.01 nM solution. A
drop of each was placed directly on the graphene with a syringe,
allowed to settle for 300s, and then blown dry with an oil-free
air gun. The Keithley-2400 DC current was recorded simultaneous
with the THz transmitted signal via the output from the lock-in
amplifier. The experimental results for DC current are shown in
Fig. 4(a) where we see an initial value of 222 pA between ~600
and 900s, corresponding to a sheet conductance of 2.22 mS.
Then a large fall in DC current occurs with the application of all
three drops, and a lesser fall upon blow drying 300 s later. Both
effects are most pronounced with the 0.01 nM solution and
become progressively weaker with the other two. The 1.0 and
100 nM drops have a significant effect in their aqueous form but
little further change occurs upon drying. In all cases, however, at
constant bias voltage the DNA decreases the DC sheet conductance
of the graphene.

Similarly, the transmitted THz signal plotted in Fig. 4(b) shows a
large and precipitous decrease upon application of each drop of
DNA solution. But unlike the DC current, the THz signal recovers
to its previous level and goes slightly higher upon drying. The

0.01 nM
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decrease and recovery can be explained by the strong absorption
coefficient of ~100 cm™! for liquid water at 101-GHz. Although
each drop is ~1 mm thick, they don’t fill the entire beam footprint
in Fig. 3 so the net attenuation caused by the liquid water is only
~3 dB. From Fig. 2, the increased post-dry transmission level com-
pared to initial level suggests that the 101-GHz sheet conductance,
like the DC conductance, is decreasing with each drop.

To quantify and compare the effects of the DNA on the DC
and 101-GHz signals, we define and calculate relative
sheet- conductance changes, AGpc and AGgr. The former is defined
according to Fig. 4(a) as AGpc = (In — Ip)/0.1 V, where the Iy (N=1,
2, and 3) are the plateau (time-averaged) current levels after
thorough drying of the 0.01, 1.0, and 100 nM drops, respectively.
The latter is defined by AGgr = [(Xn — X0)/X0]/[0T/0Gs] where the
Xy (N=1, 2, and 3) are the corresponding plateau transmittance

signals, and again 9T /0G¢ ~ —0.11 mS™". A plot of these quantities
vs molarity is displayed in Fig. 5 showing a monotonic increase in
absolute value but a relatively small change in slope vs molarity,
especially for the AGpc which changes less than 40% over the entire
range. Interestingly, the AGgr is always smaller in magnitude,
especially for 0.01 nM where it is approximately 5-times lower.
The reason for this is not yet understood.

Finally, we can obtain a metric for the sensitivity of both meth-
ods by calculation of the post-detection signal-to-noise ratio (SNR).
For the DC method the SNR is just Alpc/Iims = |In — lo|/Irms Where
Iims is the rms fluctuation dominated by a fast (white noise)
component from the current source (Keithley 2400), and a slow
(drift) component from the graphene. The noise was observed over
a 600 s time span with the graphene kept dry, and yielded I,;s ~
8.5 x 1077 A. Thus, for the 1.0 nM case with Alpc ~ 0.124 mA, we
get an SNR of 145 [43.2 dB power SNR]. And for the 0.01 nM case
with Alpc ~ 0.010 mA, the DC-SNR is 117 [41 dB]. The DC SNR

1.0nM 100 nM
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Fig. 4. The effects of DNA on DC and 101-GHz signals.
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Fig. 5. The varivation of graphene sheet conductance vs molarity at DC and
101 GHz.

drops only 2 dB for the two-order lower molarity, which bodes
well for detecting even smaller concentrations but the nonlinearity
precludes an extrapolation in that direction.

For the 101-GHz method the SNR is AXgr/Xms = |Xn — Xol/Xems
where X.,s is the lock-in output noise which was attributable
primarily to white-noise from the Schottky rectifier and the low
noise amplifier (LNA). Observed over the same 600 s time window,
and for the given modulation frequency (1 kHz) and integration
time (0.3 ms), we measured X,; = 1.22 mV. Thus for the 1.0 nM
case where |X; — Xp| = 0.079 mV, the SNR=64.6 [36.2 dB power
SNR]. And for the 0.01 nM case where [X; — Xo| = 0.017 mV, the
SNR=14.0 [23dB]. The 101-GHz SNR drops 13dB for the
two-order lower molarity, more than the DC drop, but still nonlin-
ear. Interestingly, the ~7 dB lower SNR for the 101-GHz signal is
very close to the degree of sub-optimal performance according to
Fig. 2(b). If the operating frequency was 112 instead of 101 GHz,
and the DC sheet conductance was 1.0 mS instead of the 2.1 mS
displayed by the present device, then the sensitivity factor would
be ~2x higher and the post-detection SNR ~ 6 dB higher than
the result reported here. In principle, this lower sheet conductance
could be obtained by increasing the backgate voltage, but even
50V only reduced it to about 1.5 mS and the drain-source current
was noticeably unstable at this point. Alternately, one should get
~3 dB improvement in SNR by starting with a thicker Si substrate
(435 pum) for which the first non-zero resonance in Fig. 2(a) would
occur at 101 instead of 112 GHz.

4. Conclusion

In conclusion, we have presented the first known detection of
DNA by single-layer graphene simultaneously at DC and a
millimeter-wave frequency, specifically 101 GHz. Although the
DC detection is more sensitive in terms of SNR in the tested GFET
structure, there is room for improvement in the mm-wave

performance through optimization of the experimental parame-
ters. The mm-wave detection opens up the exciting possibility of
enhancing the selectivity of the GFET towards nucleic acids vs
many other possible analytes by further characterization of the
frequency-dependence and possible vibrational resonances that
nucleic acids are known to display at radio frequencies above
~10 GHz.
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